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A high energy electron spectrometer has been designed and tested using imaging plate (IP). The
measurable energy range extends from 1 to 100 MeV or even higher. The IP response in this
energy range is calibrated using electrons from L-band and S-band LINAC accelerator at energies
11.5, 30, and 100 MeV. The calibration has been extended to 0.2 MeV using an existing data and
Monte Carlo simulation Electron Gamma Shower code. The calibration results cover the energy
from 0.2 to 100 MeV and show almost a constant sensitivity for electrons over 1 MeV energy. The
temperature fading of the IP shows a 40% reduction after 80 min of the data taken at 22.5 °C. Since
the fading is not significant after this time we set the waiting time to be 80 min. The oblique
incidence effect has been studied to show that there is a 1/cos u relation when the incidence angle
is u. © 2005 American Institute of Physics. [DOI: 10.1063/1.1824371]
I. INTRODUCTION
An electron spectrometer is designed and tested to mea-
sure high-energy electrons generated from ultraintense laser
plasma interactions. The electron spectrometer is exposed to
a very strong electromagnetic pulse (EMP) noise originating
from the ultraintense laser irradiation onto a target. In order
to construct a detector not affected by EMP noise, we have
employed imaging plate (IP).1,2 IP which makes use of
photo-stimulated luminescence (PSL) effect3 is a time-
integrated type detector for radiation such as x ray, electron,
positron, and ion. Spatially distributed intensity information
can be stored on IP and can be read out with a commercial
reader.4 The energy of electrons generated by the laser irra-
diation may range from less than 1 MeV to over 100 MeV.
We have performed the calibration of IP for electron energy
up to 100 MeV in order to evaluate the electron numbers for
PSL values, which is the signal intensity obtained by the
readout system.
II. ELECTRON SPECTROMETER WITH IP
When an ultraintense (UI) laser pulse (focused intensity
.1018 W/cm2) irradiates solid, plasma, or gas targets, high-
energy electrons are generated. These electrons are produced
through J3B acceleration, vacuum heating, etc.,5,6 with en-
ergies up to hundreds of mega-electron-volts. These elec-
trons can be utilized for various applications such as fast
ignition in inertial fusion energy.7,8 We use IP as a detector of
these energetic electrons. With the use of the electron spec-
trometers (ESM) it is possible to measure the details of elec-
tron spectrum. The measurement can be used to study the
characteristics such as electron angular distribution, target
material dependence, and laser parameter dependence. We
have developed an ESM using IP as a detector. Compared to
other conventional detectors the advantages of IP are a large
dynamic range s,105d and a high sensitivity (,100 times
higher than a normal x ray film).1,2 IP is not affected by a
strong EMP noise. Detectors with electrical circuits could be
paralyzed frequently by a strong EMP noise or the signals
a)Author to whom correspondence should be addressed; electronic mail:
katanaka@ile.osaka-u.ac.jp
FIG. 1. Schematic of ESM for measuring energetic electrons generated by
ultraintense laser–plasma interactions.
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could be overwhelmed by the noise. IP is free from such
difficulties though the EMP noise may contribute to back-
ground noise. The background EMP noise could be reduced
by building up proper noise blocks.
The layout of our ESM is shown in Fig. 1. The ESM can
be attached on a vacuum chamber (2 m diameter) to detect
the electrons through a collimating hole which size is 5 mm
in diameter. The high energy electrons generated in the
laser–plasma interactions are emitted from the target and
pass though the collimator. The collimated hot electrons en-
ter the magnetic field region. Electrons are dispersed by a
permanent magnet (up to 4.5 kG) of different energy and are
incident on IP at different location. The location of each
electron is determined by a Larmor radius on which depends
magnetic field and electron energy shown as
R =
m0c
eB
˛S« + m0c2
m0c
2 D2 − 1, s1d
where R is the relativistic larmor radius for fast electrons
with energy « in the magnetic field B.
Electrons with energies up to a maximum of 200 MeV
can be detected with the ESM. The resolution of the electron
energy spectrum is 20 keV at the lowest end and 400 keV at
the highest when a 2003200 mm square is set for signal
read out on IP. The noise level which comes from the g rays
is very high in ultraintense laser experiments. IP is placed
along the line of the emission of the g-ray flux to reduce the
solid angle at IP to nearly zero for g rays. If enough thick
plastic and lead shield can be set in the front of ESM and the
noise level is quite small, then IP can be placed at the right
angle to noise source in order to maximize the energy reso-
lution. Also the energy resolution becomes better when the
diameter of the collimator is reduced in the case in which the
high energy electron number is very large to obtain signal
with IP.
III. IP CHARACTERIZATION
IP has to be calibrated so that a given PSL value should
correspond to the absolute number of electrons at each elec-
tron energy, when a spatially distributed electron spectrum is
recorded on IP. In order to calibrate IP for a given electron
energy up to 100 MeV electrons of energies from
10 to 30 MeV at the L-band LINAC and those from
30 to 100 MeV at the S-band LINAC machines are used at
the Institute of Scientific and Industrial Research, Osaka
University.
A. Fading of IP data
IP can be processed as shown in Fig. 2. An IP containing
electron data can be read out with a commercial reader. The
reader can be operated with a PC and the read out data can
be stored in the PC. The data in the IP can be erased with a
visible light. Once the data are recorded on an IP, one needs
to consider the fading effect of IP. The fading is the phenom-
ena that the density of trapped electrons in the conduction
band decreases in time.9 We should take into account this
fading when the data read out is performed since there is
always some time spent after the data acquisition. The fading
depends on the type of IP and surrounding temperature. We
have measured the fading in the typical experimental envi-
ronment.
The IP used is BAS-SR2025 (Fuji Film) and the reader is
BAS-1800. Shown in Fig. 3 is the layer structure of BAS-
SR2025. The top layer is protective plastic layer of 6 mm.
TABLE I. Setting parameters of LINAC.
L-band S-band
Electron energy (MeV) 11.5, 30 100
Charge (nC/shot) 0.05 2.5
Pulse duration (ns) 5 5
Output mode Multibunch mode Multibunch mode
FIG. 2. Flow of IP data reduction.
FIG. 3. Configuration of BAS-SR2025.
FIG. 4. Fading curve.
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The next is the phosphor layer of 120 mm followed by sup-
port plastic and magnetic layers. The magnetic layer is used
to stick the IP on the reader carrier.
We have exposed the IP to a b ray source s147Pmd for a
minute at 22.5 °C. We measured the fading at 22.5 °C. As
shown in Fig. 4, the fading is sharp for the first 60 min and
then becomes slow. The relative signal intensity at t min af-
ter irradiation can be fitted to an empirical equation given in
Eq. (2). This formula, exps−ln 23 t /Td, is used in Ref. 10 for
representing the relative intensity at t min. The line in Fig. 4
is drawn using Eq. (2). Here t is in minutes,
fstd = 0.16 3 exps− ln 2 3 t/0.56d + 0.21 3 exps− ln 2
3 t/11d + 0.63 3 exps− ln 2 3 t/1991d . s2d
Considering the fading characteristics, the recommended
waiting time is longer than 60 min. In our experiments, the
IP was read out at 80 min after the data recording.
B. Calibration of IP
Electrons from a LINAC are used to irradiate IP at 11.5
and 30 MeV from L-band and at 100 MeV from S-band. The
irradiation conditions are summarized in Table I. The L-band
LINAC is operated at a multibunch mode and a pulse output
is 0.05 nC while the S-band is operated, same as the L-band
at the single pulse output of 2.5 nC. The electron charge is
measured with a Rogovsky coil. IP is placed at 50 cm away
from the output window for the L-band and at 150 cm for the
S-band as shown in Fig. 5. A 6-mm-thick Al diffuser is
placed to avoid IP saturation for the case of S-band. The
contribution of Bremsstrahlung x rays is estimated with
Monte Carlo simulations using the code EGS411,12 and the
sensitivity for g rays calibrated using a g-ray source. The
sensitivity for g rays is one order magnitude smaller than
that for electrons.
We define the sensitivity of the IP as PSL intensity per
electron. First we make the relative sensitivity curve of elec-
tron energy up to 1.25 MeV13 absolute by using a b-ray
source 147Pm. The maximum energy of electrons emitted
from 147Pm is 230 keV and the decay rate is 2.6 years for the
half intensity. Irradiation time is 30 s on the IP and the data
are read after 80 min. The sensitivity curve obtained in Ref.
13 is the one with 3 mm protective plastic and 110 mm phos-
phor layers in the IP. We have estimated the error caused by
using the IP:BAS-SR2025 to be within 8% from
0.2 to 1.2 MeV with Monte Carlo simulations EGS4. In this
estimation, the deposited energies in the phosphor layer of IP
are calculated and compared between the situation of the
references and our cases.
Figure 6 shows the normalized sensitivity curve of Ref.
13 and the energy spectrum of the 147Pm. If the electrons
irradiated per second is fs«d at an energy «, we have t times
fs«d electrons in our case at « for t second irradiation. If the
FIG. 5. The layout of the calibration experiments for (a) 11.5, 30 MeV
(L-band) and (b) 100 MeV (S-band) electrons.
FIG. 6. Normalized sensitivity curve is gsrd and energy spectrum of 147Pm
is fs«d.
FIG. 7. Calibrated sensitivity curve for electrons up to 100 MeV.
FIG. 8. The layout of the oblique incidence experiments.
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sensitivity of the IP to the electron is gs«d [PSL/electron],
then the IP response qs«d is given by
qs«d = t 3 fs«d 3 gs«d . s3d
When the b-ray source energy has some spread, then the
IP response in total sQPSLd is given by
QPSL =E qs«dd« . s4d
We introduce the coefficient a to make the absolute sen-
sitivity curve as
gs«d = agrs«d , s5d
where grs«d is the relative sensitivity curve given in Ref. 13.
We have Eq. (6) using Eqs. (3)–(5),
QPSL = atE fs«d 3 grs«dd« . s6d
We obtain QPSL from our b-ray irradiation experiment,
then the factor a can be fixed and the absolute sensitivity
curve up to 1.25 MeV is given from Eq. (5).
The absolute sensitivity is shown in Fig. 7. PSL values
are shown per electron as circles in Fig. 7 for 11.5, 30, and
100 MeV electrons. Since the charge of each electron pulse
is known as shown in Table I, it is possible to obtain these
calibrations. The calibration values are 0.0074 PSL/electron,
0.0070 PSL/electron, and 0.0064 PSL/electron for 11.5, 30,
and 100 MeV electrons. The main source of the error is due
to the error in the electron energy, which are ±5%, ±5%, and
±10% for 11.5, 30, and 100 MeV electrons.
From Fig. 7, one can see that the sensitivity is rather
constant for the energy range above 1 MeV. This sensitivity
is consistent with the fact that there is no substantial differ-
FIG. 9. Electron profile data and line scan of 30 MeV electrons for oblique
incidence at (a) 0°, (b) 30°, (c) 45°, (d) 60°.
FIG. 10. Relative sensitivity for the oblique incidence. The solid curve is
1 /cos u and shows the good fit with the experimental results.
FIG. 11. Raw data of electron spectrum on IP.
FIG. 12. Signal profile measured by the ESM. (a) Intensity profile of raw
data. (b) Electron energy spectrum.
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ence in absorption in the phosphor layer of IP for electron
energy above 1 to 100 MeV with the EGS4 code simula-
tion.
C. Oblique incidence experiment
We have examined the effect of electrons obliquely in-
cident on the IP at from 0° to 80°. This situation corresponds
to a case where hot electrons are bent with a pair magnet and
are incident obliquely on the IP in an electron spectrometer.
This experiment uses electron pulses from the LINAC
machine the same as the one used for the calibration experi-
ment. The IP was inclined to the electron pulses. The angles
were 0°, 30°, 45°, and 60°. The schematic is shown in Fig. 8.
Electrons at 11.5 and 30 MeV energies were used from the
L-band LINAC. The charge value is 0.05 nC for a single
pulse. The IP was placed 50 cm away from the vacuum win-
dow.
The data for each angle are shown in Figs. 9(a)–9(d)
which are raw data and (e)–(h) are the profiles at 30 MeV.
Here the pixel size is 200 mm. The right-hand side of the
profile corresponds to the upper side of the IP. The PSL
values drop and are distributed in a wider region with the
oblique angle as shown in the line scans (e)–(h). The PSL
intensity is shown for the oblique incidence normalized at 0°
in Fig. 10. The sensitivity increases with the oblique angle
sud and is fitted very well with 1/cos u, which corresponds
exactly to the increased path length with the oblique inci-
dence effect.
IV. ELECTRON SPECTRUM MEASURED BY ESM
We show here an example of hot electron spectrum mea-
sured by this electron spectrometer. Figure 11 shows a raw
data of electron spectrum recorded on an IP. The electron
data were taken at a laser intensity 1019 W/cm2 with a 350 J
laser energy for a 1 ps laser pulse. The target was a gold
plane target with a 1 mm thickness. The target was set at 26°
to the laser axis with a P polarization. The ESM was placed
at 37° in the horizontal plane and 18° in the vertical plane in
the forward direction of the laser axis. Figure 12(a) shows
raw signal intensity versus electron energy before the cali-
bration curve is taken care of.
The data reduction is conducted as follows. When we
take account of the oblique incidence effect with the oblique
angle u, the IP reading signal intensity qs«d is normalized as
Is«d = qs«d 3 cos u , s7d
where u also depends on the energy of electrons. The sensi-
tivity gs«d shown in Fig. 7 is given for the normal incidence.
Hence the electron number Ns«d is obtained by dividing the
Is«d by the sensitivity gs«d, including the fading effect at
80 min after the shot as
Ns«d =
Is«d
gs«dfs80d . s8d
With all the calibration included, the electron spectrum
can be obtained as shown in Fig. 12(b). Figure 12(b) shows
the spectrum extending up to 80 MeV and the slope tempera-
ture 6 MeV.
V. ADVANTAGES USING IP FOR ESM
The response linearity of IP for the number of incidence
electrons has already been studied10 and the linearity is much
better than other detectors, such as x-ray film. The linearity
enables one to obtain the accurate number of hot electrons
using calibrated IP as a detector.
It is shown in this study that IPs have enough high sen-
sitivity to obtain high energy electrons with intense noise
generated by laser–plasma interactions. The IP can detect 103
electrons which entered one pixel with the energy at over
80 MeV.
The spatial resolution of IP can be set smaller than
200 mm. Actually, the minimum size reading out with BAS-
1800 is 50 mm, which is corresponding to the energy reso-
lution smaller than a few kilo-electron-volts. The energy
resolution in the spectrometer mainly depends on the spatial
resolution of detectors. The spatial resolution is much infe-
rior in cases in which arrayed scintillators are used as a de-
tector in the spectrometer. The good energy resolution is also
permitted by using IP in our ESM. If the ratio of signal to
background noise level is high enough, the pixel size can be
set much smaller and better energy resolution is allowed.
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